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SECTION 1 
D10 SPECIFICATION 


Change information, if any, affecting this section will be found at the rear of this manual. 


Introduction 


The D10 Single-Beam Display unit provides a single- 
beam cathode-ray tube (CRT) display for Tektronix 
5100-series Oscilloscopes. The D10 module is operated with 
a power supply/amplifier module, and comprises one-half 
of the oscilloscope mainframe. It has an electrostatic- 
deflection CRT with an 8 X 10 division (one-half inch 
per division) internal black graticule. A bright display is 


provided by a 3.5-kilovolt accelerating potential. Provision 
is made for application of Z-axis signals, and a front-panel 
loop provides a calibration signal. 


The following electrical characteristics apply over an 
ambient temperature range of OC to +50°C. Refer to the 
5100-series Oscilloscope System manual for environmental 
specifications. 


TABLE 1-1 


ELECTRICAL CHARACTERISTICS 


Characteristic 


Cathode-Ray Tube 
Phosphor P31 standard. 

CRT Accelerating Voltage 

Orthogonality 


Geometry 


External Intensity Input 


Useful Input Voltage 


Performance Requirement 


Supplemental Information 


3.5 kilovolts. 
90°, within 1°. 


0.1 division or less. 


+5 volts will turn on display to a 


normal brightness level from an off 
level; —5 volts will turn display off 
from a normal brightness level. 


Usable Frequency Range 
Input R and C 


Maximum Safe Input 


DC to one megahertz. 


About 10 kilohms, paralleled by about 
40 picofarads. 


+50 volts (DC + peak AC). 


%. 


Calibrator 
Voltage 400 millivolts, within 1 
Current 4 milliamperes, within 1%. 
Frequency Twice the line frequency. 


Power Input 
Line Voltage (RMS) 


With standard transformer 


Nominal 110 V, 120 V; within 10%. 


With optional export transformer | Nominal 100 V, 110 V, 120 V, 200 V, 
220 V, 240 V; within 10%. 


® 1-1 


Specification—D 10 


ELECTRICAL CHARACTERISTICS (cont) 


Characteristics Performance Requirement Supplemental Information 


Line Frequency Range 
60 hertz and 400 hertz. 


50 to 60 hertz and 400 hertz. 


With standard transformer 


With optional export transformer 


Power Consumption 
(including Power Supply/ 
Amplifier module) 


140 watts maximum. 
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SECTION 2 
OPERATING INSTRUCTIONS 


Change information, if any, affecting this section will be found at the rear of this manual. 


) 
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Introduction 


The D10 Single Beam display module operates with a 
Tektronix 5100-series power supply/amplifier module to 
form an oscilloscope mainframe. An understanding of the 
D10 operation and capabilities is essential for obtaining 
best results. This section of the manual gives a brief func- 
tional description of the front-panel controls and connec- 
tors, a familiarization procedure, and general operating 
information. 


Preliminary Information 


The Operation Instructions section of the 5100-series 
Oscilloscope System instruction manual should be referred 
to for initial preparation. It contains information for install- 
ation of modules and plug-ins, correct operating voltage and 
temperature, and general oscilloscope usage. 


CONTROLS AND CONNECTORS 


This is a brief description of the function or operation of 
‘the front-panel controls and connectors. More detailed in- 
_formation is given under General Operating Information. 


| INTENSITY Controls display brightness. 

FOCUS Provides adjustment to obtain a 
well-defined display. 

POWER Used to turn instrument power on 
or off. 

BEAM FINDER Brings beam on-screen; limits dis- 


play to area inside graticule and 
intensifies beam. 


CALIBRATOR Loop . Provides positive-going accurate 
400-millivolt and 4-milliampere 
square wave at a frequency of twice 
the line frequency for calibration 
and probe compensation. 


EXT INTENSITY 
INPUT Connector 


Permits application of Z-axis signals 
to the CRT (DC coupled). Positive- 
going signal increases intensity. 


TRACE ROTATION 
(Rear Panel) 


Permits alignment of the trace with 
respect to the graticule lines. 
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BASIC OPERATION 


General 


The following steps demonstrate the use of the controls 
and connectors of the D10. It is recommended that this 
procedure be followed completely for familiarization with 
this instrument. 


Setup Information 


1. Make sure the oscilloscope system is complete. The 
D10 must be properly connected to the power supply/ 
amplifier module and the single-beam auxiliary board must 
be installed on the plug-in interface board. A 5A-series 
amplifier plug-in should be in one of the vertical (left or 
center) plug-in compartments and a 5B-series time-base 
plug-in should be in the horizontal (right) compartment. 


2. Set the POWER switch to off (pushed in) and con- 
nect the D10 to a power source that meets the voltage and 
frequency requirements of this instrument. See Operating 
Voltage (Preliminary Procedure) in the Operating Instruc- 
tions section of the 5100-Series Oscilloscope System 
manual. 


3. Turn the INTENSITY control counterclockwise and 
pull the POWER switch out to turn the instrument on. Set 
the front-panel controls as follows: 


D10 

FOCUS Centered 

Amplifier Plug-in 
Display On 
Position Centered 
Volts/Div By 
Variable Volts/Div Cal (fully clockwise) 
Input Coupling DC 

Time-Base Plug-in 
Display Alternate (button out) 
Position Centered 
Seconds/Div 5 ms 
Variable Seconds/Div Cal (fully clockwise) 
Sweep Magnifier Off 


Triggering Level Counterclockwise 


v 
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Left (or Right if 

the amplifier plug-in is in 
the center compartment) 
Auto Trig, DC 

Coupling, + Slope, 
Normal Sweep 


Triggering Source 


Triggering/Sweep Mode 


4. Advance the INTENSITY control until the trace is at 
the desired viewing level. The trace should appear near the 
graticule center. 


5. Connect a 1X probe or test lead from the CALI- 
BRATOR loop to the amplifier plug-in input connector. 


6. Turn the Triggering Level control clockwise until a 
stable display is obtained. Adjust the vertical and horizontal 
Position controls so the display is centered vertically and 
starts at the left edge of the graticule. 


7. Adjust the FOCUS control for a sharp, well-defined 
display over the entire trace length. 


8. Disconnect the input signal and position the trace 
vertically so it coincides with the center horizontal line of 
the graticule. 


9. If the trace is not parallel with the center horizontal 
line, see Trace Alignment Adjustment in this section. 


Calibration Check 


10. Move the trace two divisions below graticule center 
and reconnect the calibrator signal to the amplifier plug-in 
input connector. 


11. The display should be four divisions in amplitude 
with six complete cycles (five complete cycles for 50-hertz 
line frequency) shown horizontally. An incorrect display 
indicates that the oscilloscope mainframe or plug-ins need 
to be recalibrated. See the Operating Instructions section of 
the 5100-Series Oscilloscope System manual for complete 
information. 


Beam Finder 


12. Move the display off-screen with the vertical Posi- 
tion control. 


13. Push the BEAM FINDER button and observe that 
the display compresses into the screen area. Reposition the 
display to screen center and release the BEAM FINDER 
button. 
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External Intensity Input 


14. Move the calibrator signal from the amplifier plug-in 
input connector to the EXT INTENSITY INPUT con- 
nector. 


15. Set the Triggering Source to Line and slowly rotate 
the INTENSITY control counterclockwise until the trace 
appears to be a series of dimmed and brightened segments. 
The brightened segments correspond with the tops of the 
calibrator square waves. 


This completes the description of the basic operating 
procedure for the D10. Instrument operations not ex- 
plained here, or operations which need further explanation 
are discussed under General Operating Information. 


GENERAL OPERATING INFORMATION 


Graticule 


The graticule of the D10 is internally marked on the 
faceplate of the CRT to provide accurate no-parallax 
measurements. The graticule is marked with eight vertical 
and ten horizontal divisions. Each division is one-half inch 
square. In addition, each major division is divided into five 
minor divisions. The vertical gain and horizontal timing are 
calibrated to the graticule so accurate measurements can be 
made from the graticule. 


Intensity Control 


The intensity of the display on the CRT is controlled by 
the INTENSITY control. This control is adjusted so the 
display is easily visible but not overly bright. It will prob- 
ably require readjustment for different displays or sweep 
rates. Particular care should be exercised when only a spot 
is displayed. A high-intensity spot may burn the CRT 
phosphor and cause permanent damage to the CRT if 
allowed to remain too long. 


Display Focus 


If a well-defined display cannot be obtained with the 
FOCUS control, even at low intensity settings, adjustment 
of the internal astigmatism control may be required. 


To check for proper setting of the Astig control, slowly 
turn the FOCUS control through the optimum setting with 
a signal displayed on the CRT screen. If the Astig control is 
correctly set, the vertical and horizontal portions of the 
trace will come into sharpest focus at the same position of 
the FOCUS control. 
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Trace Alignment Adjustment 


If a free-running trace is not parallel with the horizontal 
igraticule lines, set the TRACE ROTATION adjustment 
‘(rear panel) as follows: Position the trace to the center 
horizontal line and adjust the TRACE ROTATION control 
so the trace is parallel with the horizontal graticule lines. 


Beam Finder 


The BEAM FINDER switch provides a means of locating 
a display which overscans the viewing area either vertically 
or horizontally. When the BEAM FINDER switch is 
‘pressed, the display is compressed within the graticule area. 
‘To locate and reposition an overscanned display, use the 
following procedure: 


1. Press the BEAM FINDER switch, and while holding 
it in, increase the vertical and horizontal deflection factors 
until the display is reduced to about two divisions vertically 
and four divisions horizontally (the horizontal deflection 
needs to be reduced only when in the X-Y mode of opera- 
tion). 


2. Adjust the vertical and horizontal position controls 
‘to center the display about the vertical and horizontal 
centerlines. 


3. Release the BEAM FINDER switch; the display 
should remain within the viewing area. 


Intensity Modulation 


Intensity (Z-axis) modulation can be used to relate a 
third item of electrical phenomena to the vertical (Y-axis) 
and the horizontal (X-axis) coordinates without affecting 
‘the waveshape of the displayed signal. The Z-axis modulat- 
ing signal applied to the EXT INTENSITY INPUT changes 
|the intensity of the displayed waveform to provide this 
type of display. The voltage amplitude required for visible 
trace modulation depends on the setting of the INTEN- 
SITY control. About +5 volts will turn on the display to a 
normal brightness level from an off level, and about —5 
volts will turn the display off from a normal brightness 
level. ‘‘Gray scale’ intensity modulation can be obtained by 
applying signals between these levels. Maximum safe input 
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voltage is + or —50 volts. Usable frequency range of the 
Z-axis circuit is DC to one megahertz. 


Time markers applied to the EXT INTENSITY INPUT 
provide a direct time reference on the display. With un- 
calibrated horizontal sweep or X-Y operation, the time 
markers provide a means of reading time directly from the 
display. However, if the markers are not time-related to the 
displayed waveform, a single-sweep display should be used 
(for internal sweep only) to provide a stable display. 


Calibrator 


The internal calibrator of the D10 provides a convenient 
signal source for checking basic vertical gain and sweep 
timing. The calibrator signal is also very useful for adjusting 
probe compensation as described in the probe instruction 
manual. The output square-wave voltage is 400 millivolts, 
within 1%, and the square-wave current is 4 milliamperes, 
within 1%. The frequency of the square-wave signal is twice 
the power-line frequency. The signal is obtained by clipping 
the probe to the loop. 


Display Photography 


A permanent record of the CRT display can be obtained 
with an oscilloscope camera system. The CRT bezel of the 
D10 provides integral mounting for a Tektronix oscillo- 
scope camera. A camera with a light source is required to 
illuminate the graticule. The instruction manuals for the 
Tektronix oscilloscope cameras include complete instruc- 
tions for obtaining waveform photographs. 


Oscilloscope Applications 


The 5100-Series Oscilloscope, including its associated 
display module and plug-in units, provides a very flexible 
measurement system. Specific applications for the indi- 
vidual plug-ins are described in the manuals for those units. 
Refer to the Operating Instructions section of the 5100- 
Series Oscilloscope System manual for basic oscilloscope 
applications, including peak-to-peak AC voltage measure- 
ments, instantaneous DC voltage measurements, compari- 
son measurements, time duration measurements, deter- 
mining frequency, risetime measurements, and X-Y phase 
measurements. 
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SECTION 3 
CIRCUIT DESCRIPTION 


Change information, if any, affecting this section will be found at the rear of this manual. 


Introduction 


This section of the manual contains an electrical descrip- 
tion of the circuits in the D10 Single-Beam Display Unit. 
An overall block diagram of the unit and complete sche- 
matics are given on pullout pages at the rear of this manual. 


BLOCK DIAGRAM DESCRIPTION 


The Vertical and Horizontal Deflection Amplifiers pro- 
vide final amplification for the signals from the plug-in 
units. They produce push-pull outputs suitable to drive the 
CRT vertical and horizontal deflection plates. Beam-finding 
circuitry is incorporated to limit the display within the 
screen area when the front-panel BEAM FINDER button is 
pressed. A variable capacitor between the output lines of 
the Vertical Deflection Amplifier permits adjustment of the 
inherent phase shift between the vertical and horizontal 
deflection systems to zero degrees. 


The CRT Circuit produces the high voltage (about —3.4 
kilovolts) and contains the controls necessary for operation 
of the cathode-ray tube. The CRT Circuit also contains the 
Z-Axis Amplifier, which provides the drive signal to control 
the intensity level of the display. 


DETAILED CIRCUIT DESCRIPTION 


Deflection Amplifiers 


Vertical Deflection Amplifier. The Vertical Deflection 
Amplifier provides the final amplification of signals applied 
to the vertical plug-in units. It produces a push-pull output 
sufficient to drive the CRT vertical deflection plates. The 
amplifier consists of Q104, Q106, Q114, and Q116, con- 
nected in a differential configuration. 


The input signal arrives via P612 from the plug-in inter- 
face circuit (power supply/amplifier module). The output 
signal is developed across the collector-load resistors, R104 
and R114, and is about 50 times the magnitude of the 
input signal. R116, Vert Gain, provides Q106-0116 emitter 
degeneration to set the gain of the stage to provide a cali- 
brated vertical display. 


Horizontal Deflection Amplifier. The Horizontal Deflec- 
tion Amplifier consists of 0124, Q126, Q134, and Q136, 


® 


and is basically the same as the Vertical Deflection Ampli- 
fier just described. It provides final amplification of signals 
from the horizontal plug-in unit, which arrive via P611. 
Gain of the stage is set by R136, Horiz Gain, to provide a 
calibrated horizontal display. 


Beam Finder. |f a high-amplitude signal or a misadjusted 
control has deflected the trace or display off screen, it can 
be located by pressing the front-panel BEAM FINDER 
pushbutton. This opens $125, allowing current through 
R125 into the emitter circuits of both deflection amplifiers. 
R125 limits the current available to the transistors, and 
hence, to the collector-load resistors. Thus the dynamic 
range of the deflection plates is limited to an on-screen 
level, and the display is compressed within the viewing area. 


Also, when the BEAM FINDER switch is pressed, the Z 
Axis Amplifier in the CRT Circuit senses the slight increase 
in voltage level at the R108-R118-R128-R138 junction. 
The Z Axis Amplifier produces a slight increase in CRT 
beam intensity, allowing the trace to be displayed even 
though the INTENSITY control may be fully counterclock- 
wise. 


X-Y Phasing. Variable capacitor C115, Phase, is con- 
nected across the output collectors of the Vertical Deflec- 
tion Amplifier. This capacitor is adjusted to eliminate the 
inherent phase difference between the vertical and hori- 
zontal deflection systems when operating in the X-Y mode. 


CRT Circuit 


General. The CRT Circuit produces the high-voltage 
potential and provides the control circuits necessary for 
operation of the cathode-ray tube (CRT). This circuit also 
includes the Z-Axis Amplifier stage to set the intensity of 
the CRT display. 


Z-Axis Amplifier. The Z-Axis Amplifier is a current 
driven shunt-feedback operational amplifier with a voltage 
output, and consists of Q222, Q226, and Q234. The feed- 
back path is from the collectors of Q226 and Q234 through 
R227-C227 to the base of O222. Q226 and Q234 are 
connected as a collector-coupled complementary amplifier 
to provide a fast, linear output signal while consuming mini- 
mum quiescent power. The output voltage provides the 
drive signal to control the CRT intensity level through the 
Control-Grid Supply. 
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The output level of the Z-Axis Amplifier is established 
by the voltage drop across R227 in reference to virtual 
ground at the base of Q222 (the operational amplifier 
summing point). The current through R227 is determined 
by the input current from any combination of several 
sources, such as from the front-panel INTENSITY control, 
plug-in interface (blanking, intensification, etc.), and from 
Q214. Q214 is an operational amplifier with two inputs; 
one from the front-panel EXT INTENSITY INPUT connec- 
tor and the other from the front-panel BEAM FINDER 
switch. It sets those input signals to a level suitable for 
proper response by the Z-Axis Amplifier. 


High-Voltage Regulator 


High-Voltage Primary. A repetitive, non-sinusoidal sig- 
nal is produced by a phase-modulated switching circuit in 
the primary of 1240 and induced into the secondaries. 
Current drive for the primary winding is furnished by 0252 
in its conduction state. Q252 is turned on by positive-going 
feedback applied through C259, L259, and R259 from the 
feedback winding, and then turned off by switching action 
from Q262. A sample of the output DC voltage is modu- 
lated by the AC from another feedback winding at the gate 
of Q278 to establish the conduction time of Q252 and thus 
maintain the proper output level. Q252 delivers energy to 
T240 only once each cycle. 


Assuming Q262 and O264 are off initially, R262 pro- 
vides base drive for Q252, causing it to deliver current to 
T240 primary. As Q252 conducts, the increasing current 
through the primary winding induces a voltage into the 
secondaries. The gate of Q278 is driven negative by the 
voltage from the feedback winding, switching Q264 and 
Q262 on. With conduction of Q262, base drive for Q252 is 
removed. 


With Q252 off, the transformer field collapses, reversing 
the polarity of the voltage induced into the secondaries. 
When the gate of Q278 is driven sufficiently positive to 
switch Q264 and O262 off, Q252 is switched on again. 
Q252 again delivers energy to the primary winding and the 
action is repeated. 


High-Voltage Regulation. Regulation is accomplished as 
follows: Feedback from the —3400-volt cathode supply is 
summed with low-voltage levels through the voltage divider 
consisting of resistors R272B-E, R275, and R276 to estab- 
lish the DC level at the gate of Q278. The AC component, 
which is the switching signal, is derived from the trans- 
former as described previously. If the output level of the 
cathode supply drops below the nominal —3400 volts 
(becomes more positive), the level at the gate of 0278 rises. 


A new point is selected on the varying AC component to 
cause switching of Q262-Q264 later and hence increase con- 
duction time of Q252. This allows more energy to be 
delivered to the primary winding of T240, resulting in an 
increase of voltage in the secondaries. Conversely, if the 
output level increases, Q252 is allowed to conduct for a 
shorter length of time. The DC level at the gate of Q278 is 
adjusted by R275, H.V. Adj, to set the output at exactly 
—3400 volts. 


High Voltage Outputs 


Transformer T7240 has two high-voltage output windings 
which provide the potentials required for the CRT cathode 
and control grid supplies. The —3400-volt accelerating 
potential for the cathode is supplied by half-wave rectifier 
CR247. The cathode heater is elevated to the cathode 
potential through R273. 


Half-wave rectifier CR241 provides about —3450 volts 
to establish bias voltage on the CRT control grid. This vol- 
tage (and hence the CRT beam current) is dynamically 
controlled by the Z-Axis Amplifier, which contains the 
INTENSITY control, blanking inputs, and intensification 
inputs. R245, Int Range, provides a fine adjustment of the 
quiescent grid voltage to bias the CRT just below cutoff 
when the Z-Axis Amplifier output is at its minimum 
quiescent level (INTENSITY control counterclockwise and 
no intensifying or blanking inputs). 


Neon bulbs DS271, DS272, and DS273 provide protec- 
tion to the CRT if the voltage difference between the 
control grid and the cathode exceeds about 180 volts. 


CRT Control Circuits 


In addition to the INTENSITY control discussed pre- 
viously, front-panel FOCUS and internal astigmatism con- 
trols have been incorporated for arriving at an optimum 
CRT display. FOCUS control R295 provides the correct 
voltage for the second anode in the CRT. Proper voltage for 
the third anode is obtained by adjusting Astig control 
R286. In order to obtain optimum spot size and shape, 
both the FOCUS and Astig controls are adjusted to provide 
the proper electrostatic lens configuration in the CRT. 


The Geom adjustment R285 varies the positive level on 
the horizontal deflection plate shields to control the overall 
geometry of the display. The TRACE ROTATION control, 
R291, permits adjustment of the DC current through 
beam-rotation coil L291 to align the display with the hori- 
zontal graticule lines. 
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SECTION 4 
CALIBRATION 


Change information, if any, affecting this section will be found at the rear of this manual. 


Introduction 


This section of the manual contains a procedure to re- 
turn the circuits of the D10 to within their designed 
operating capabilities. Calibration is generally required after 
a repair has been made, or after long time intervals in which 
normal aging of components may affect instrument 
accuracy. For initial inspection to verify instrument opera- 
tion, the Basic Operation procedure in Section 2 should be 
used (the instrument is checked with its covers on, using a 
minimum of peripheral equipment). 


Instrument Maintenance 


Before complete calibration, thoroughly clean and 
inspect this instrument as outlined in the Maintenance 
section of the Oscilloscope System manual. Also, the 
system manual contains information for general mainte- 
nance of this instrument, including preventive maintenance, 
component identification and replacement, etc. 


Services Available 


Tektronix, Inc. provides complete instrument repair and 
calibration at local Field Service Centers and at the Factory 
Service Center. Contact your local Tektronix Field Office 
or representative for further information. 


TEST EQUIPMENT REQUIRED 


General 


The following test equipment and accessories, or the 
equivalent, is required for complete calibration of the D10. 
Specifications given for the test equipment are the mini- 
mum necessary for accurate calibration. Therefore, some of 
the specifications listed here may be less rigorous than the 
actual performance capabilities of the test equipment. All 
test equipment is assumed to be correctly calibrated and 
operating within the listed specifications. 


Calibration Equipment Alternatives 


If other test equipment is substituted, control settings or 
calibration setup may need altering to meet the require- 
ments of the equipment used. Detailed operating instruc- 
tions for the test equipment are not given in this procedure. 
Refer to the instruction manual for the test equipment if 
more information is needed. 


Special Calibration Fixtures 


Special Tektronix calibration fixtures are used in this 
procedure only where they facilitate instrument calibration. 
These special calibration fixtures are available from Tek- 
tronix, Inc. Order by part number through your local Tek- 
tornix Field Office or representative. 


Test Instruments 


1. Vertical plug-in unit. Any two Tektronix 5A-series 
amplifiers can be used. The units should be of the same 
type for checking X-Y phase relationship. 


2. Time-base plug-in unit. Tektronix 5B10N recom- 
mended. 


3. DC voltmeter. Minimum sensitivity rating, 3500 volts 
full scale with an accuracy of at least 3%. 


4. Low-frequency sine-wave generator. Frequency, 2 
kilohertz to at least 100 kilohertz; output amplitude, from 
about 0.1 volt to 20 volts peak to peak into 50 ohms. For 
example, General Radio 1310-B Oscillator (use a General 
Radio 274-OBJ Adapter to provide BNC output). 


5. Standard amplitude calibrator. Frequency, about one 
kilohertz; square-wave output amplitude, 0.2 volt. DC vol- 
tage outputs, + and —5 volts for checking Z-Axis input. 
Tektronix Calibration Fixture 067-0502-01 has all of these 
requirements. 


Accessories 


1. Coaxial cable. 50 ohms impedance, 42-inch length, 
BNC connectors. Tektronix Part No. 012-0057-01. 


2. Dual-input cable. Provides matched signal paths to 
the X and Y channels; BNC connectors. Tektronix Part No. 
067-0525-00. 


3. Test lead to connect signal from the CALIBRATOR 
loop to the vertical input. 
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SHORT-FORM PROCEDURE AND INDEX 
D10 Serial No. 


Calibration Date 


Calibrated By 


1. Check/Adjust Power Supplies Page 4-3 


Low-Voltage Supplies: Check that each supply is within 
the tolerance listed in Table 4-1. 


High-Voltage Supply: Meter reading between HV test 
point and ground is —3400 V, +170 V. Adjust R275. 


2. Check/Adjust CRT Operation Page 4-3 


Intensity Range: Adjust R245 to establish proper CRT 
bias. 


Astigmatism: Adjust R286 for sharp display. 


Trace Alignment: Adjust TRACE ROTATION to align 
the trace parallel to the center graticule line. 


Geometry: Adjust R285 for minimum curvature of 
traces at screen edges. 


3. Check/Adjust CRT Deflection System Page 4-4 


Horizontal Centering/Sweep Magnification: Adjust 


R675 to establish horizontal electrical zero at the screen 
center. 


Vertical and Horizontal Amplifier Gain: Adjust R116 
and R136 to provide calibrated deflection factor. 


X-Y Phasing: Check that phase difference between iden- 


tical amplifier units is 1° or less. Adjust C115. 


4. Check Z Axis Amplifier Page 4-5 


External Intensity Input: +5 V turns the CRT on from 
an off level; —5 V turns CRT off from an on level. 


Beam Finder: Trace can be located. 


5. Check Calibrator Loop Page 4-5 


Amplitude and Frequency: Output amplitude is 400 
mV, +1%; frequency is twice the power-line frequency. 
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CALIBRATION PROCEDURE 
Preparation 
NOTE 
This instrument should be adjusted at an ambient 


temperature between +20°C and +30°C (between 
+68°F and +86° F) for best overall accuracy. 


1. The D10 is ‘operated with a 5100-series Power . 


Supply/Amplifier unit, forming an oscilloscope mainframe. 
Remove the right side and bottom cabinet panels. 


2. Insert an amplifier plug-in unit in each vertical plug-in 
compartment (left and center). Insert a time-base plug-in 
unit in the horizontal (right) compartment. 


3. Connect the oscilloscope to the power source for 
which it is wired. 


4. Set the controls as given under Initial Control 
Settings. Refer to Fig. 4-1 for location of internal adjust- 
ments and test points. 


Initial Control Settings 
NOTE 


Do not preset internal controls unless they are known 
to be significantly out of adjustment, or unless repairs 
have been made in the circuit. In these instances, the 
particular controls can be set to midrange. 


D10 

INTENSITY Counterclockwise 
FOCUS Midrange 
POWER ON 

Amplifier Units (both) 
Display On 
Position Midrange 
Volts/Div 50 mV 
Variable Calibrated (fully clockwise) 
Input Coupling DC, GND 


R136 


Horiz R245 


Intensity 


—3400-volt 
test point 


ARNING 
ELECTRIC SHOCK HAZARD | 
EXISTS WHEN COVER 1S | 
REMOVED. REFER TO 
MANUAL FOR SERVICE 
INSTRUCTIONS. 


Fig. 4-1. Location of controls and test points. 


Time Base Unit 


Alt (button out) 
Sweep starts at the left 
edge of the graticule 
0.5 ms 


Display 
Position 


Seconds/Div 


Variable Calibrated (fully clockwise) 
Swp Mag Off (button out) 
Triggering Mode Auto Trig, AC Coupling, 
+ Slope 
Triggering Source Display (Left and Right 
buttons in) 
Triggering Level Midrange 
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1. Check/Adjust Power Supplies 
LOW-VOLTAGE SUPPLIES 


a. Connect the DC voltmeter between each low-voltage 
test point and ground. See Fig. 4-1 for test point locations. 


b. CHECK —Each supply is within the tolerance listed in 
Table 4-1. 


NOTE 


The tolerances in Table 4-1 include the possible 3% 
measurement error of the VOM. If a supply is outside 
the listed tolerance, refer to the Calibration section of 
the 5100-series Oscilloscope System manual for com- 
plete calibration instructions. 


TABLE 4-1 
Supply Tolerance 
—30 V —29.025 V to —30.975 V 
to +4.75 V to +5.25 V 
+30iV. +28.95 V to +31.07 V 
+205 V +175 V to +247.5 V 


HIGH VOLTAGE SUPPLY 


CAUTION 


Turn off instrument power when connecting and 
disconnecting the DC voltmeter. 


c. Connect the DC voltmeter (20 kQ2/volt VOM set to 
measure at least —3500 volts) between ground and the 
—3400-volt test point. 


d. CHECK—Meter reading must be —3400 volts, +170 
volts. 


ADJUST —R275, HV Adj, for —3400 volts. 


e. Disconnect the DC voltmeter. 


2. Check/Adjust CRT Operation 


If you are beginning calibration with this step, set the 
front-panel controls as listed under Initial Control Settings 
except as follows: 


Right Vertical 


Plug-in Display Off (button out) 
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INTENSITY RANGE 


a. Advance the INTENSITY control clockwise and 
check that a trace can be obtained, then turn the control 
fully counterclockwise. 


b. ADJUST—Obtain a trace by setting R245, Intensity 
Range, fully counterclockwise. Then press the BEAM 
FINDER button and slowly adjust R245 clockwise until 
the trace just disappears. Release the BEAM FINDER 
button and adjust the INTENSITY control for a trace of 
normal brightness. 


ASTIGMATISM 


c. Connect the low-frequency sime-wave generator to the 
left vertical plug-in unit input connector through a coaxial 
cable. Set the sine-wave generator for a 2-kilohertz, mini- 
mum amplitude output. 


d. Set the input coupling switch of the left vertical unit 
to DC and adjust the sine-wave generator for about 6 divi- 
sions of display amplitude. Adjust the time-base triggering 
controls for a stable display. 


e. ADJUST—R286, Astig, and front-panel FOCUS con- 
trol for best focus of overall display. 


f. Disconnect the sine-wave signal from the vertical 
input connector. 


TRACE ALIGNMENT 
g. Move the trace to the center of the graticule (left 


plug-in unit Position control). 


h. CHECK—Trace should be parallel to the center grati- 
cule line. 


ADJUST—TRACE ROTATION control (rear-panel 
screwdriver adjustment) to align the trace horizontally. 


GEOMETRY 
i. Press in the Display On button of the right vertical 
plug-in unit to obtain a two-trace display. Position one of 


the traces to the top of the graticule and the other trace to 
the bottom. 


j. CHECK—Bowing of the traces must not exceed 0.1 
division. 
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ADJUST—R285, Geom, for minimum curvature of 
the two traces. 


k. Interchange the time-base plug-in unit with either of 
the amplifier plug-in units to obtain a vertical sweep. Posi- 
tion the vertical trace to the right edge of the graticule. 
Readjust R285 if the bowing exceeds 0.1 division. 


|. Replace the time-base plug-in unit in the horizontal 
compartment and the amplifier unit in the vertical compart- 
ment. Recheck horizontal geometry. ; 


3. Check/Adjust CRT Deflection System 


If you are beginning calibration with this step, set the 
front-panel controls as listed under Initial Control Settings 
except as follows: 


, 


INTENSITY Adjust for normal 
viewing brightness. 
Input Coupling (both 


vertical plug-ins) DC 


HORIZONTAL CENTERING/SWEEP MAGNIFIER 
REGISTRATION 


a. Set the standard amplitude calibrator for a 0.2-volt 
square wave and connect its output to the input connector 
of the left vertical plug-in unit through a coaxial cable. 
Position the rising edge of one of the square waves to the 
graticule center vertical line and push in the Swp Mag 
button on the time-base unit. 


b. CHECK—The corresponding rising edge on the 
magnified sweep must be within two divisions of the grati- 
cule center. 


ADJUST—While switching between magnified and 
unmagnified displays, alternately adjust R675, Horiz Cent 
(see Fig. 5-1 in the 5103N Oscilloscope System manual for 
location), and the horizontal Position control until the 
rising edge of both the unmagnified and magnified displays 
are at the graticule center. 


VERTICAL AND HORIZONTAL AMPLIFIER GAIN 


c. Temporarily disconnect the calibrator signal and 
remove the time-base unit from the oscilloscope mainframe. 
Move one of the amplifier units to the horizontal compart- 
ment, then reconnect the 0.2-volt calibrator signal through 
a dual-input cable to the input connectors of both amplifier 
units. 


NOTE 


Use two amplifier plug-ins known to be accurately 
calibrated, or verify their correct calibration by 
applying a known signal and measuring the differen- 
tial output at pins A7 and B7 of the plug-in connec- 
tor. The deflection factor at the output is 50 
millivolts/division. 


d. Set the input coupling of the amplifier unit in the 
horizontal compartment to DC. The display should be two 
dots joined by a diagonal line. The dots represent opposite 
corners of a square having sides 4 divisions in length. Adjust 
the Position controls to center the display. 


e. CHECK—Vertical and horizontal deflection is 4 divi- 
sions, 0.04 division. 


ADJUST—R116, Vert Gain, and R136, Horiz Gain, 
so the vertical and horizontal deflection are each exactly 4 
divisions. 


X-Y PHASING 


f. Set the low-frequency sine-wave generator for a 
100-kilohertz, minimum amplitude output. Move the 
coaxial cable from the standard amplitude calibrator output 
to the sine-wave generator output to apply the sine-wave 
signal to the amplifier plug-in units. 


g. Adjust the vertical and horizontal Position controls to 
center the diagonal display, then increase the sine-wave 
generator amplitude until the display is 6 divisions ver- 
tically and horizontally. 


h. CHECK—The opening of the loop measured on the 
graticule center line is 0.07 division or less. This indicates a 
phase difference of 1° or less between the vertical and hori- 
zontal deflection systems. 


ADJUST—C115, Phase, for minimum loop opening (a 
straight line) in the diagonal display. 


i. Remove the low-frequency sine-wave generator. Move 
the amplifier unit back to the vertical compartment and 
re-install the time-base unit. 


BANDWIDTH 


The requirement of the deflection amplifiers with 
respect to bandwidth is that the response is sufficient to 
pass a signal from any 5A-series plug-in unit. To verify 
system bandwidth, refer to the calibration sections of the 
individual plug-in unit manuals. 


® 
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4. Check Z Axis Amplifier 


Set the front-panel controls as listed under Initial Con- 
trol Settings, except as follows: 


INTENSITY Adjust for normal 


brightness. 


EXTERNAL INTENSITY INPUT 
a. Turn the INTENSITY control until the traces cannot 


be seen, but not fully counterclockwise. 


b. Connect the standard amplitude calibrator output to 
the EXT INTENSITY ItNPUT connector. Set the standard 
amplitude calibrator for a +5-volt DC output. 


c. CHECK—Traces of normal brightness are displayed. 


d. Disconnect the calibrator signal and adjust the 
INTENSITY control for traces of normal brightness. Set 
the standard amplitude calibrator for a —5-volt DC output 
and reconnect the cable to the EXT INTENSITY INPUT 
connector. 


e. CHECK—The traces are not visible. 
f. Remove the standard amplitude calibrator. 


BEAM FINDER 


g. Press the BEAM FINDER button and observe that 
the traces brighten slightly and compress into the graticule 


area. 


h. CHECK—While holding the BEAM FINDER button 
in, neither trace can be positioned off screen. 


i. Reposition the traces as desired and release the BEAM 
FINDER. 


5. Check Calibrator Loop 


Set the front-panel controls as listed under Initial 
Control Settings, except as follows: 


INTENSITY Adjust for normal 
brightness. 
Left Vertical Plug-in 
Volts/Div &) 
Input Coupling DC 
Right Vertical Plug-in 
Display Off 
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a. Connect the front-panel CALIBRATOR loop to the 
left vertical plug-in unit input connector using a test lead. 
Adjust the time-base unit to trigger on the calibrator signal 
and set the Seconds/Div switch to display a few cycles of 
the waveform. 


b. CHECK—Display amplitude is 4 divisions, +0.04 divi- 
sion (400 millivolts, 1%). Frequency of the calibrator 


signal is twice the power-line frequency, which can be 
determined by measuring the length of time for two cycles 
of display and taking the reciprocal. 


c. Disconnect all test equipment. 


This completes the calibration procedure for the D10. 


BHB 
BHS 
cap. 
cer 
comp 


conn 


CRT 


PARTS LIST ABBREVIATIONS 


binding head brass 
binding head steel 
capacitor 

ceramic 
composition 
connector 
cathode-ray tube 
countersunk 

double end 
diameter 

division 

electrolytic 
electrolytic, metal cased 
electrolytic, metal tubular 
external 

focus and intensity 
flat head brass 
flat head steel 
fillister head brass 
fillister head steel 
height or high 
hexagonal 

hex head brass 
hex head steel 
hex socket brass 
hex socket steel 
inside diameter 


incandescent 


SE 

SN or S/N 
S or SW 
TC 


internal 

length or long 
metal 

mounting hardware 
outside diameter 
oval head brass 
oval head steel 
part of 

pan head brass 
pan head steel 
plastic 

paper, metal cased 
polystyrene _ 
precision 


paper, tubular 


paper or plastic, tubular, molded 


round head brass 
round head steel 
single end 

serial number 
switch 
temperature compensated 
truss head brass 
thick 

truss head steel 
tubular 

variable 

wide or width 


wire-wound 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 


Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial or model number, and modification number if applicable. 


If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 


SPECIAL NOTES AND SYMBOLS 
000 Part first added at this serial number 
00x Part removed after this serial number 


*000-0000-00 Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 


Use 000-0000-00 Part number indicated is direct replacement. 


SECTION 5 ii 
ELECTRICAL PARTS LIST 


Values are fixed unless marked Variable. 


Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc Description 
ASSEMBLIES 

Al *670-1433-00 B010100 B029999 DEFLECTION AMPLIFIER/HIGH VOLTAGE Circuit Board Assembly 

Al *670-1433-01 B030000 B049999 DEFLECTION AMPLIFIER/HIGH VOLTAGE Circuit Board Assembly 

Al *670-1433-02 B050000 DEFLECTION AMPLIFIER/HIGH VOLTAGE Circuit Board Assembly 

A2 *670-1454-00 AUXILIARY Circuit Board Assembly 
CAPACITORS 

Tolerance +20% unless otherwise indicated. 

C106 283-0684-00 BO10100 B049999 620 pF, Mica, 300 V, 22% 

C106 283-0596-00 BO50000 528. pF, tiiea,. 300 V,.1% 

CiLS 281-0027-00 BO10100 BO49999X On7 =e, Van, Lub. 

C116 28 3-0598-00 BO10100 B049999 25 apEs mica, 200 Vy 54 

C116 281-0180-00 BO50000 18-115 pF, Var, Mica 

C126 283-0596-00 526. pF.) Mica,.300 V,.1% 

C136 283-067 2-00 200 (pF *Mica, 500) V,.17 

C224 283-0065-00 OL00T LE, Cer, 100 Vi, 524 

G22, 281-0537-00 USG8.n8,) Cer, 5004 ¥. 

C236 285-0526-00 Of ES Mi, 400) V 

C241 283-0270-00 0.0068 uF, Cer, 4000 V, +80%-202 

C242 283-0261-00 O-LO1s ihe Cerne 4000) V 

C248 283-0270-00 0.0068 uF, Cer, 4000 V, +80%-20% 

C249 28 3-0270-00 0.0068 uF, Cer, 4000 V, +80%-207 

G25 290-0194-00 10 pF, Elect., 100 V 

G252 283-0617-00 4700 pF, Cer, 300 V, 10% 

C253 28 3-0003-00 QO; Oli Cern, 1508 Vi 

C254 283-0059-00 Wits, Cee. 7s Way SalOys Ors 

C258 283-0059-00 1 pF, Cer, 25 V, +80%-202 

C259 283-0198-00 On 22 aE Cerio ON, 

C272 283-0021-00 0.001 uF, Cer, 5000 V 

C23 283-0208-00 0.22 pF, Cer, 200 V 

C274 283-0104-00 BO10100 B0O39999 OL0O2SNE-) Ger om 500) Vim or 

C274 283-014 2-00 BO40000 0.0027 uF, (nominal value), selected 

C279 283-0065-00 02001) WES Ger, 100 Vl5952% 

C281 283-0003-00 OSOIS Ee Ger. 150) Vi 

C712 283-0000-00 OS001 WES Ger, 500 V 

C714 281-0628-00 15 pF, Cer, 600 V, 5% 

C716 281-0628-00 ISepF,).Cer,: 600 V, 5% 

GET. 281-0628-00 LESenitem Geren GOON .ie> 4% 
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Ckt. No. 


Tektronix 
Part No. 


SEMICONDUCTOR DEVICE, DIODES 


CR209 
CR211 
CR214 
CR215 
CR224 
CR239 
CR241 
CR247 
CR253 
CR256 


CR259 
CR262 
CR264 
CR269 
CR702 
CR704 
CR712 
CR714 


CR721 
CR722 
CR237 
VR258 
VR281 
VR28 2 
VR720 


BULBS 
DS271 
DS272 
DS273 


FUSES 
F201 
F201 


CONNECTOR 


J210 


INDUCTORS 


L259 
L291 


TRANSISTORS 


Q104 
Q106 
Q114 
Q116 
Q124 
Q126 
Q134 
Q136 
Q138 
Q214 
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*152-0061-00 
*152-0061-00 
*152-0185-00 
*152-0061-00 
*152-0061-00 
*152-0061-00 

152-0409-00 

152-0409-00 
*152-0414-00 
*152-0061-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0061-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 
*152-0185-00 
152-0283-00 
152-0438-00 
152-0357-00 
152-0255-00 
152-0149-00 


150-0030-00 
152-0030-00 
152-0030-00 


159-0003-00 
159-0019-00 


131—-0955—-00 


*108-0564-00 
*108-0644-00 


151-0279-00 
15 F-0190-02 
151-0279-00 
151-0190-02 
151-0279-00 
151-0190-02 
151-0279-00 
151-0190-02 
‘151-0341-00 
151-0341-00 


Serial/Model No. 


Eff 


XB050000 


Disc 


Silicon, 


Silicon, 
Silicon, 
Silicon, 
Silicon, 
Siitcon. 
Silicon, 
Silicon, 
Silicon 
Siiteons 


Silicon, 
Sacon, 
Silicon, 
Saisie con. 
Sisiaicon. 
Salicon. 
Silicon, 
Silicon, 


Silicon, 
Silicon, 


Description 


Tek Spec 
Tek Spec 
replaceable 
Tek Spec 
Tek Spec 
Tek Spec 


rectifier, fast recovery, 12,000 V, 
rectifier, fast recovery, 12,000 V, 
rectifier, replaceable by 1N4935— 


Tek Spec 


replaceable 
replaceable 
replaceable 
Tek Spec 

replaceable 
replaceable 
replaceable 
replaceable 


replaceable 
replaceable 


by 1N4152 


by 1N4152 
by 1N4152 
by 1N4152 


by 1N4152 
by 1N4152 
by 1N4152 
by 1N4152 


by 1N4152 
by 1N4152 


Zener, 1N976B, 400 mW, 43 V, 5% 


Zener, UZ/09;°750 mW, 9.2 V5 752 
Zener, 1N983B, 400 mW, 82 V, 5% 
Zener, 1N978B, 400 mW, 51 V, 52% 
Zener, 1N961B, 400 mW, 10 V, 52% 


Neon, NE 2V, GE 
Neon, NE 2V, GE 
Neon, NE 2V, GE 


1.6 A, 3AG, Slo-Blo (Domestic) 
1 A, 3AG, Slo-Blo (Export) 


BNC, receptacle, electrical 


US) jus! 


Trace rotation 


Silicon, 
Silicon, 
Sie tCon, 
Saelteons 
Silicon, 
Silicon, 
Sidicon, 
Silicon, 
Si ldicon. 
Silicon, 


NPN, TO-39, 
NPN, TO-92, 
NPN, TO-39, 
NPN, TO-92, 
NPN, TO-39, 
NPN, TO-92, 
NPN, TO-39, 
NPN, TO-92, 


NPN, TO-106, 
NPN, TO-106, 


SE7056 
2N3904 
SE7056 
2N3904 
SE7056 
2N3904 
SE/056 
2N3904 
2N3565 
2N3565 


)) 


Ckt. No. 


TRANSISTORS 


Q222 
Q226 


+ : 
- 2 — ed 


Q262 
Q264 
Q278 
Q701 
Q702 
Q703 


Q704 
Q71l 
Q712 ; 
Q713 
Q714 
Q721 
Q722 


RESISTORS 


Tektronix 
Part No. 


(cont) 


151-0190-02 
151-0179-00 


*151-0228-00 | 


*151-0256-00 


151-0207-00 


151-0342-00 
151-1005-00 
151-0341-00 
151-1005-00 
151-0341-00 


151-1005-00 
151-0341-00 
151-1005-00 
151-0341-00 
151-1005-00 

*151-0192-00 

*151-0192-00 


Serial/Model No. 


Eff 


Disc 
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Description 


Silicon, NPN, TO-92, 2N3904 


Silicon, NPN, TO-18, 2N3877A ~ 
Silicon, PNP, TO-5, Tek Spec 


Silicon, NPN, TO-3, Tek Spec 


~ Silicon, NPN, TO-92, 2N3415 


Silicon, PNP, TO-106, 2N4249 
Silicon, FET, TO-18, N Channel, 
Silicon, NPN, TO-106, 2N3565 
Silicon, FET, TO-18, N Channel, 
Silicon, NPN, TO-106, 2N3565 


Silicon, FET, TO-18, N Channel, 
Silicon, NPN, TO-106, 2N3565 
Silicon, FET, TO-18, N Channel, 
Silicon, NPN, TO-106, 2N3565 
Silicon, FET, TO-18, N Channel, 


Silicon, NPN, T0O-92, yeplaceable by MPS 6521. _. 


junction type 


junction type 


junction type 
junction type 


junction type 


Silicon, NPN, TO-92, replaceable by MPS 6521 


Resistors are fixed, composition, +10% unless otherwise indicated. 


R101 
R102 
R102 
R103 
R104 
R106 
R108 
R112 
R112 
R113 


R114 
R115 
R116 
R118 
R122 
R122 
R25 
R124 
R125 
R126 


R128 
R132 
R132 
R133 
R134 
R135 
R136 
R138 
R140 
R200 


315-0101-00 
316-0470-00 
316-0221-00 
316-0390-00 
308-0668-00 
321-0128-00 
308-0539-00 
316-0470-00 
316-0221-00 
316-0390-00 


308-0668-00 
316-0470-00 
311-1132-00 
308-0539-00 
316-0470-00 
316-0221-00 
316-0390-00 
308-0668-00 
303-0751-00 
321-0128-00 


308-0539-00 
316-0470-00 
316-0221-00 
316-0390-00 
308-0668-00 
316-0470-00 
311=1132-00 
308-0539-00 
316-0225-00 
311-1160-00 


B010100 
B030000 
XB030000 


BO10100 
BO030000 
XB0 30000 


XB030000 


BO10100 
BO30000 
XB0 30000 


B0O10100 
B010100 
XB030000 


XB030000 


XB050000 


B029999 


B029999 


B049999X 


BO2999 


B029999 
B029999 


B049999X 


100 2, 1/4 W, 5% 

47 9, 1/4 W 

220 2, 1/4 W 

39 2, 1/4 W 

5 2k W, WW, 3% 
210 cote /B4WeePrec, 21% 
2.25 kQ, 3 W, WW, 1/2% 
47 9, 1/4 W 

220 2, 1/4 W 

39 2, 1/4 W 


6.2 kKQSeew, WW, 32 

47 Qs ALA 

100 2, Var 

2a 25 KO. ew, .WWe Li 27 
a7 Qs eee Ws, 

220ER FL ow 

39 2, 1/4 W 

Crake 7 We WW, 34 
USO iy TE ARS Sv 

210M MLL S Ws Prec, ole 


2525, ka. 3°W, WW, 1/22 
47 Q, 1/4 W 

220°R5 V/aew 

39a 1a Ww 

6.2°kQ,. 7 W, WW, 32 
aay. Ly ae 

100 2, Var 

2e2O ROIS We Wes hie 
Oe MOe aw 

100 kQ, Var 
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Tektronix 
Ckt. No. Part No. 
RESISTORS (cont) 

R202 315-0563-00 
k203 316-0103-00 
R206 315-0682-00 
R207 316-08 22-00 
208 316-04 73-00 
R209 316-0224-00 
AZ el 316-0103-00 
is! 315-0623-00 
R215 315-0103-00 
R216 315-0153-00 
R217 315-0103-00 
R218 316-018 3-00 
R219 315-0683-00 
R222 316-0102-00 
R223 316-0472-00 
R226 316-0101-00 
Re, 321-0399-00 
R231 316-0472-00 
k232 316-0274-00 
R234 304-0223-00 
R236 315-0101-00 
R239 315-0101-00 
R242 316-0223-00 
R243 316-0105-00 
R245 311-1135-00 
R245 311-1205-00 
R248 316-0223-00 
R251 307-0058-00 
R252 308-0075-00 
R254 308-0690-00 
R257 306-0104-00 
R262 302-047 2-00 
R263 316-018 3-00 
R266 316-0334-00 
R267 316-0333-00 
R268 316-0103-00 
R269 315-0101-00 
R271 316-0395-00 
R272A 

n272B 

R272C *307-0296-00 
R272D 

R272E 

R273 315=0104-00 
R274 316-0105-00 
R275 311-1136-00 
R276 316-0105-00 
R278 316-0562-00 
R279 315-0104-00 
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Serial/Model No. 
Eff Disc 


XB050000 


XB050000 


BO10100 B029999 
BO 30000 


Description 


56. kR, 1/49We 52 
10k; L/45Weoe 
6 SRN 1 (AGW eo 
8.2 kQ, 1/4 W 

Aja \ (sen), 6 AW 

220 kR, 1/4 W 


10 kQ, 1/4 W 
62 kM, 1/4 W, 5% 
10 k®, 1/4 W, 5% 
15 kM, 1/4 W, 52 
10 kQ, 1/4 W, 5% 
18 kM, 1/4 W 
68 k, 1/4 W, 5% 
1 kQ, 1/4 W 


4.7 kQ, 1/4 W 

100 2, 1/4 W 

140 kQ, 1/8 W, Prec, 1% 
Dea) Vo, A 

270 kQ, 1/4 W 

Daca. vie W 


TOOR OS 1 [4 We 357. 
TOORSSS 1/45 Wee Z 
DPE. 11/40 

1 M2, 1/4 W 

1 MQ, Var 

2 MQ, Var 

220k, law 

5 VOcRs TL 2eWe oy 
TNO) WR SS Vi, Witi5 SA 
BO eS) Wie WW) 


100 k2, 2 W 
47a, 1/2 .W 

18 kQ, 1/4 W 

330 kQ, 1/4 W 

33 kQ, 1/4 W 

10 ka, 1/4 W 

100 2, 1/4 W, 5% 
3.9 MQ, 1/4 W 


40 MQ, 
150 kn, 
L3aMQ; 
4 MQ, 
2.2 MQ, 
LOO KOs / 4 Wee oz 
1 MQ, 1/4 W 

100 kQ, Var 

1 MQ, 1/4 W 

5.6 kQ, 1/4 W 

LOO AKO Snel / AON a5 


Thick film 


) 


Ckt. No. 


RESISTORS 
R282 
R285 
R286 
R287 
R291 
R295 
R701 
R702 
R703 
R704 


R706 
R707 
R709 
R710 
R712 
R713 
R715 
R716 


R717 
R718 
R720 
R721 
R722 
R723 
R724 


SWITCHES 


(cont) 


Tektronix 
Part No. 


315-0163-00 
311-1136-00 
311-1136-00 
-301-0185-00 
311-1189-00 
311-0254-00 
316-0103-00 
316-0103-00 
316-0103-00 
316-0103-00 


316-0103-00 
316-0103-00 
316-0103-00 
316-0103-00 
316-0472-00 
316-0332-00 
321-0402-00 
321-0356-00 


321=0350-00 
316-0153-00 
321-0385-00 
321-0356-00 
321-0365-00 
316-0153-00 
316-0272-00 


Wired or Unwired 


$125 
$200 
$201 


TRANSFORMERS 
T240 
T240 


ELECTRON TUBE 


V291 


260-1238-00 
260-0227-00 
260-1222-00 


*120-0705-01 
*120-0761-00 


*154-0633-00 


Serial/Model No. 
Eff Disc 


BO10100 B049999 
BO50000 
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Description 


16, ko, 2 1A Wi 5s 
100 kQ, Var 
100 kf, Var 
Loko Wy 2oWs Se 


es 
oO 
(ale 
~ 
re 
™~ 
> 

Zaza 


ke 
(o) 
a 
Ee) 
ke 
~ 
S 
aZaaag 


10 kn, 1/4 

LisiakQeel/ a W 

3.3 kn, 1/4 W 

U50eko; 1/8 -W, Prec, 14 
49.9 kQ, 1/8 W, Prec, 1% 


ASE KUL LOeW ELEC a. & 
157k; 1/4 W 

1OOSKQ, L/S WeePrec, 17 
AO. OPO Vly SaW., precy 17 
61.9 kN; 1/8 -W, Prec, 12% 
T5akO, ui /4aw 


Pe aK, Loew 


Push, BEAM FINDER S i 
Thermostatic, open 73.9 C, close 51.7 C 
Push-pull, POWER 


HV Power 
HV Power 


CRT standard phosphor 
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SECTION 6 


DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 


Symbols and Reference Designators 
Electrical components shown on the diagrams are in the following units unless noted otherwise: 


Capacitors = Values one or greater are in picofarads (pF). 
Values less than one are in microfarads (uF). 
Resistors = Ohms (£2) 
Symbols used on the diagrams are based on USA Standard Y 32.2-1967. 


Logic symbology is based on MIL-STD-806B in terms of positive logic. Logic symbols depict the logic function performed 
and may differ from the manufacturer’s data. 


The following special symbols are used on the diagrams: 
External Screwdriver adjustment. 
| ae External control or connector. 

Sie Clockwise control rotation in direction of arrow. 
> Refer to diagram number indicated in diamond. 

7) 


Refer to waveform number indicated in hexagon. 


~~ Connection soldered to circuit board. 


a Connection made to circuit board with interconnecting pin. 


ww ____. Blue tint encloses components located on’ circuit board. 


The following prefix letters are used as reference designators to identify components or assemblies on the diagrams. 


A Assembly, separable or repairable (circuit board, etc.) LR Inductor/resistor combination 

AT Attenuator, fixed or variable M Meter 

B Motor 6) Transistor or silicon-controlled rectifier 
BT Battery eZ Connector, movable portion 

Cc Capacitor, fixed or variable R Resistor, fixed or variable 

CR_ Diode, signal or rectifier RT  Thermistor 

DL Delay line S Switch 

DS Indicating device (lamp) if Transformer 

e Fuse TP Test point 

FL Filter U Assembly, inseparable or non-repairable (integrated 
H Heat dissipating device (heat sink, heat radiator, etc.) circuit, etc.) 

HR Heater V Electron tube 

J Connector, stationary portion VR_ Voltage regulator (zener diode, etc.) 

K Relay Vf Crystal 

L Inductor, fixed or variable 


® 6-1 


ma orrent TSU LY aa tree 


1 - h, 
. : ivy 
' ‘el & \ my ewe wr ey hd om his 
. - ’ Lie 
i 
i aon ‘ ria pee hy } 
y.4) 
- wt 1h 
Pe 
tnt ' cs 5 
t 
- 7 
i 
+ 
m re 
. 
Hy 
i 
} 
t 
st 


xe 2g ; 7) 5 oie 
4 ae > : ‘ _ S Se 
ay a a i. Tf cakes | Y 
a , , j ie ar A Be Se 
1% ! ; a J ’ ' ; : a 
: . f ae + ‘ei. = én Es 4 a 2 


a Qe 
f * ad = 7 

iy fhe Wi . Ce em) ep a 
re aA oh ae ae 
; Le ; | af cx mys 414i 


eat i‘ : f ANP ‘, i Wty 1) ‘ ; 

he aes 7 ; 7 an 
bai ae ) vf tesa toed i . \ ie ay ie) ee 
; 1 en er: i uae 4a 
sees 


vind = i hs H ( a nae - te Ss | ath 
R Fi ¥ ed ee ¥ ‘| z f j ‘ 
iit J, ¥ : f i 2 oO a | 


ead , q 
} ; r » ‘ 
iA Ao page ; : 
‘ ‘ ye so vee . a dae 
e ay! w { . on 
4 ‘ 5 vu , ewe Py : ba z = 


4’ 2 
7 : ies 
on y es 


|| oe ‘ig betel ING eae 70s a 
Peat ry 2th UP ; ee Ae | i ie 
- ; : Li iy ‘ 7 ph coe, 


- x 7 he fan . il, apy ae 


Jae) 7 Ba vt Tee * 
hor fob! a io vo ee  ? 
a. Bhi (eh Rage aa ERI a ce, eae 
vot eon > ie on 
as sug 3 - 
i) i a , 
n -f 
2 Petra PAL 
: pe F ae Sh a" we 
A fla bs % Pra. nel = 


GRID 
SUC ri 


CR241 


| CATHODE 
PeoUr RLY 


CR247 


-3450V 


-3400 V 


6/5 VAC | 


57) 


Re 
BLOCK DIAGRAM 


VERTICAL 
SIGNAL 


HORIZONTAL 
SIGNAL 


SWEEP BLANKING 
CHOP BLANKING 


VERTICAL 
DEFLECTION 
AMPLIFIER 


Q\04 
Q\IOE 


QU4 
QIle 


BEAM 
FINDER 


: HORIZONTAL 
DEFLECTION 
AMPLIFIER 


Q\24 Q1I34 
Q\26 QI36 


INTENSITY 


Ze AXIS 


TRACE INTENSIFICATION eo anaes. 
BEAM FIND Q256 
EXT INT 
INPUT Q2!4 
GRID -3450V 
SUPPLY 


DIO 


HM. 
PRIMARY 


Q252 


CATHODE 
SUPPLY 


CR247 


FEEDBACK 
CIRCUIT 


Q262 Q264 
Q2T8 


at) 


Re 
BLOCK DIAGRAM 


is 


i i ae ST as ie —T 


Srey) 
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GRIDJCKT 


DEFLECTION AMPLIFIER/HIGH-VOLTAGE BOARD 


GRID|CKT GRID|CKT GRID|CKT GRID 
B-3 [C251 H-5 |CR209 E-5 |CR262 G5 VR237 +E-5 |DS271 - 
A-2 {C252 H5 |CR211 C5 |CR264 G5 VR258 «1-5 DS272 G-2 
C-3 }|C253 1-5 CR214 D5 |CR269 F-4 |VR281 F-3. |DS273.  G-2 
E-3 }|C254 H-5 |CR215 D-5 ‘ VR282_ F-3 
E-3 [C258 1-5 CR224 F-5 
E5 |C259 J-4 |CR239 F-4 
E5 |C272 G-3 |CR241_ 1-2 f 
F-5 [C273 G-4 |CR247 1-2 # 
G-3 [C274 G-3 |CR252 H-5 
F-3. |C279 H-4 |CR253 H-5 
H-3 [C281 F-3 |CR255 J-4 
G-3 CR256 H-5 


PARTS LOCATION GRID 


L259 


0A 0Uy 


RIDICKT 


LOC |NC 


CKT GRID|CKT G 
NO LOC |NO 
G-2 


1-4 


0104 
0106 
0114 
0116 
Q124 
Q126 
Q 134 
0136 
0214 


GRID 
LOC 


B-2 
B-3 
C2 
cs 
D-2 
D3 
E-2 
E-3 
D-5 
E5 
F-5 
F-4 


NO LOC |NO- LOC |NO LOC |NO LOC 
Q252 J-5 R101 D-4 |R122 D-3 |R202 C-5 
Q262 G5 |R102 B-3 |R123 D-4 |R203 D-5 
0264 G5 |R103 C-4 | R124 D-2 |R206 C-5 
Q278 G4 |R104 B-2 | R125 B-4. |R207 C-5 
R106 C-2 | R126 E-2 |R208 C-5 
R108 B-3 | R128 D-3 |R211 C-5 
R112 C-3 | R132 E-3 |R213 D-5 
R113 C-4 | R133 D-4 |R215 D-5 
R114 C-2 | R134 E-2 | R216 D-5 
R115 C-3 | R135 E-3 | R217 D-5 
R116 B-1 | R136 E-2. |R218 D-5 
R118 C-3 | R138 E-3 | R219 C-5 


R222 
R223 
R227 
R231 
R232 
R234 
R236 
R239 
R242 
R243 
R245 
R248 


CKT GRID 
NO LOC 
E-5 


E-5 
ES 
F-4 
F-5 
F5 
F-4 
F-4 
F-4 - 
G2 
H-2 
H-2 


R251 
R252 
R254 
R257 
R262 
R263 
R266 
R267 
R268 
R269 
R271 
R272 


H-5 
H-5 
J-2 

G-5 
G-5 
G-5 
G-5 
G-4 
G-4 
G-4 
H-3 


GRID|CKT 


CKT 
NO LOC 
G-5 


NO 


R273 
R274 
R275 
R276 
R278 
R279 
R282 
R285 
R286 
R287 


T240 


GRID 
LOC 


Gz 
F-4 
J-1 
H-4 
F5 
G-4 
F-3 
E-4 
E-2 
E34 


J-3 


Vee t 
were vi arr. 
ie ie | 
‘ | 


Si 


‘ 


RI0l 
\00 
+5V 
P6I2 R103 
+ VERT SIGNAL | 34 
FROM Q658, 5\03 a 
= RWS 
- VERT SIGNAL 3q 
FROM Q668, 5103 £ 
P6ll R123 
—HORIZ SIGNAL ‘1 39 
FROM Q688,5103 eae — 
RI33 
34 


+HORIZ SIGNAL 


FROM Q678, 5103 Lb 


P/O Al 


DIO 


[AS pF -115) 


——————_—E 


—30V 


+200V ‘ yO R23 


aN CIEE! 


To R209 


-VERTICAL SIGNAL 


To LOWER DEFLECTION PLATE 


PIN Il, V241 @ 


— 


oe PHASE 
Po 
+VERTICAL SIGNAL 
TO UPPER DEFLECTION PLATE 
PIN 12, V241 ® 
RIZ5 
KR — = 0v 
¥. 
5125 


$---- 4 | BEAM 
° FINDER 


-20v (SPRING RETURN) 


TO. RIGHT HAND OEFLECTION 
. RINT) V24 


To LEFT HAND DEFLECTION 
PIN @, VZ2AI & 


SEE PARTS LIST FOR EARLIER 

VALUES AND SERIAL NUMBER 
RANGES OF PARTS MARKED 

WITH BLUE OUTLINE. 


VERTICAL AND HORIZONTAL AMPLIFIERS <> 


PLATE 


PLATE 


— i) 
(O71 


ie. 


oe 


= Nae or Pare ot 


REAR) /LINE FUSE 
PANEL |-GASLOW P8Ol 


vo iv 
F201 $200 | i 
110/230V 
ne POWER] PUL 
P20! S201 | 
o——< 
H 
ces 
+30V 2202 
R200 56k 
100k TO Q138 
-30V TO zs 
$125 hosed » 
FROM R203 
IDTER FACE lok 


BLANKING 6.8k 
2 
CHOP ried CR204 
BLANKING 
R208 
47k 
SSR batty 
s 
IFICATION ee 
5125 
ee 
R217 
R2ie !Ok 
ISk R216 


EXT INTENSITY ISk 
INPUT R211 x. 
10k 7 
S$ a 
aS at 
4 


J210 71% o 
~30V 
CR214 
cre2iy VCR2I5 
= R215 
10k 
-30V 


+2000 ——_o__ —————————_ + 200 
+40V >—_O————————eeeeesesese— +40V 
+30V > SO BOV 


; TRACE 
ROTATION 


(REAR PANEL) 


TO 
POWER 
SUPPLY 


circuit an oe 
SWEEP R206 20K 


FRON 
POWER $5Y 0  — t BV 
SUPPLY 
GND -»—@o—{ 
-300 > - 30 
-40V 9 > - 40V 
C2549 
— ee 0-22 abe 
L259 & 
SaH /\CR255 
4 
VR258 C258 
-40V 
-40V 
Q252 
CR256V/ 
C252 e: 
47650 a), 
SEE PARTS UST FOR EARLIER * TO 
PT i Pon gt R252 [> HEAT 
menos Joo YCR253 co53 SINK 


| 
@-3V AC > 


FROM TBOl, \2 
SUPPLY “| ; 
P2710 


DIO P/O AT 


CRT CIRCUITS 


LEFT HAND 
HORIZ SIG 
FROM Q\I34 
RIGHT HAND 
HORIZ SIG 

FROM Q1i24¢ 


-VERT SIG 
FROM QI04 


+VERT SIG 
FROM QlIl4 


tapes 


ei 
hae 
= Sai 


fee ae SS 


ce. ae a By 
; eo ean ur ‘ 
{SOW wieaty oy ie Le ‘ 
« N ' 
” F 2 + | 


: 1 aaah Uh 


" xa Ry. "* 
“yf 


REAR) /LINE FUSE 
PANEL/ | |-6ASLOw PBOI 


F201 $200 . 


2 TRACE 
ROTATION et 


(REAR PANEL) 


a R290 
oe PULL a] 5k ETE ae a CO 
- ls av ee LE 
es | [surely -20¥ REDE a” A 
See ‘ 
[| 
| 
: +30V R202 
R200 Sok 
100k TO Q138 
-30V TO S 
S125 ead © 
FROM R203 
IUTER FACE 1Ok 
Ciretur Bran Bao, 
SWEEP ret RK 
BLANKING dq 
2 
CHOP re cR209 
BLANKING 
R208 
41k LEFT HAND 
BD ot 7 S|IG 
lFICATION FROM FROM @Q Aes 
S125 RIGHT HAND 
HORIZ SIG 
R213 FROM Qi2¢ 
62k +30V 
vol ‘ 
R216 !'0 “ 
-VERT SIG 
mare ee FROM QlI04¢ 
EXT INTENSITY 1k ieee ig 
INPUT R21 FROM QIl4 
ge lee) re 
3210 <!% iy? © T240 ALk 
-20V : 
<A 
CR2I4 Aye 
Cee \7 CR2Z16 
F -3450V 
+ 
ac RaS 
10% +30V 
ers RANGE | 
ee 200 5.6 nyo R2726 
R276 ig 
ee gra ae +40V C251 E poy iM aoa 
+3 0V s+ 80V Peel slic 00k aa: 
. FROM Fit S = = 
Power = 45). — SNS ce247 tee aes 
SUPPLY = 4 ; 
GND +» —e—{ : 
-30y »>—_e—_________——-» -30Vv 62749 | 2274 
-40V >—_o————————————————————_—___—__—_ a 40V p zx 
C259 . P) 
»>——6-> 0.22 Ane 4 ; ae ei4 
+20V Yi4qdv DS271 


L259 8 8AcR255 


7T5aH 
VR2528 C258 
Q.1V Jae 
-40 
-40V 
Q252 
CR256V 
C252 eS: 
47650 a, : 
SEE PARTS LIST FOR EARLIER TO 
ee es eee R252 [> HEAT 
WITH BLUE OUTLINE Keke) VCR253 6253 SINK 


[0068 $0068 


| 
@-3V AC oe 
FROM TOI, \2 


POWER =| » —<| €— = 
SUPPLY | z 


DIO “et P/O A1 | 3 . CH RcIe2CUurr GAB 


FIGURE AND INDEX NUMBERS 


Items in this section are referenced by figure and index numbers to the illustrations 
which appear on the pullout pages immediately following the Diagrams section of this 
instruction manual. 


INDENTATION SYSTEM 


This mechanical parts list is indented to indicate item relationships. Following is an 
example of the indentation system used in the Description column. 


Assembly and/or Component 
Detail Part of Assembly and/or Component 
mounting hardware for Detail Part 
Parts of Detail Part 
mounting hardware for Parts of Detail Part 
mounting hardware for Assembly and/or Component 


Mounting hardware always appears in the same indentation as the item it mounts, 
while the detail parts are indented to the right. Indented items are part of, and included 
with, the next higher indentation. 


Mounting hardware must be purchased separately, unless otherwise specified. 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local Tektronix, Inc. Field Office 
or representative. 


Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the -benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instru- 
ment type or number, serial or model number, and modification number if applicable. 


If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 


Change information, if any, is located at the rear of this manual. 


ABBREVIATIONS AND SYMBOLS 


For an explanation of the abbreviations and symbols used in this section, please refer 
to the page immediately preceding the Electrical Parts List in this instruction manual. 
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Fig. & 

Index Tektronix 

No. Part No. 
1-1 670-1454-00 
388-2003-00 
-2 200-1218-00 
=3 211-0188-00 
-4 354-0233-00 
-5 337-1440-00 
-6 386-1946-00 
-7 348-0279-00 
-8 348-0070-01 
-9 348-0145-00 
-10 334-1379-00 
-11 337-1419-00 
-12 337-1420-00 
-13 354-0409-00 
-14 211-0632-00 
-15 343-0123-01 
-16 220-0444-00 
] Biya 211-0507-00 
-18 407-0922-00 
-19 384-1064-00 
-20 119-0238-00 
210-0442-00 
210-0004-00 
210-0994-00 
210-0935-00 
-21 361-0059-01 
-22 210-0593-00 
-23 358-0216-00 
-24 366-0494-00 
213-0153-00 
-25 366-0494-00 
213-0153-00 
-26 131-0955-00 
-27 210-0255-00 


Serial/Model No. 


Eff 
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FIGURE 1 EXPLODED. & STANDARD ACCESSORIES 


Disc 


<-—+ QO 


Description 
a as 


D10 


PNYNRrFPNF PRP RP RPrRPNFNKFRRFPNN I RPK 1 RP 


NEPNNPNt PR 


FPrprPrPtrpreipree 


CIRCUIT BOARD ASSEMBLY--AUXILIARY A2 
circuit board assembly includes: 
CIRCUIT BOARD 

BEZEL 
bezel includes: 

SCREW, 4-40 x 0.70 inch 
RING =réetaining, 0710 1D x.0.Z03 inch OD 

SHIELD, implosion 

SUPPORT’, CRT, front 

PAD, cushioning, CRT 

CUSHION, CRT, 0.69 x 2.03 inches long 

GROMMET, plastic, u-shape, 1 inch 

LABEL » CRI,,.0..75-xa1,75 inches 

SHIELD, CRI, front 

SHIELD, CRI, rear 

RING, clamp, CRT shield 

mounting hardware: (not included w/ring) 

SCREWsAN 0-32 e062). Zon NC eee Ho 

CLAMP, CRT retainer 

NUT, square, 6-32 x 0.25 inch 

SCREWSmO=020xs Ooi cineh. seHS 

BRACKET, CRT clamp 


SHAFT, extension, 10.185 inches long, w/knob 


CURRENT LOOP 
mounting hardware: 
NU tea hexeneo—+oexmOn USominch 


WASHPRewLock> interna sO, U2 eI Dex 0226 eineh OD 


WASHER oflat, OF 12550Dex 0725 inch.OD 
WASHER, fiber, 0.14 ID x 0.375 inch OD 
SPACER, current loop 

NUT, current loop, 3-48 x 0.25 inch 


BUSHING, 0.257 ID x 0.412 inch OD 
KNOB, charcoal--FOCUS 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 
KNOB, charcoal--INTENSITY 

knob includes: 

SETSCREW, 5-40 x 0.125 inch, HSS 


CONNECTOR, receptacle, female, BNC, w/hardware 
(not included w/connector) 


mounting hardware: 
LUG. solder, 0.3/5 inch, SE 


(not included w/current loop) 
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FIGURE 1 EXPLODED & STANDARD ACCESSORIES (cont) 
Fig. & Q 
Index Tektronix Serial/Model No. t¢ Daredaien (( 
No. Part No. Eff Disc - Y elena ees 
1-28 260-1238-00 1 SWITCH, pushbutton--BEAM FINDER, w/hardware 
-29 -2+-+---- 2 RESISTOR, variable 
-- coe ee - mounting hardware for each: (not included w/resistor) 
-30 210-0583-00 LT NUIT, -hex., 0725-322" 073 Wainch 
-31 210-0940-00 1 .WASHER; flat, 0.25. [DExs03375ieinch OD 
-32 210-0046-00 1 WASHER, lock, internal, 0.261 ID x 0.408 inch OD 
-33 200-0608-00 1 COVER, variable resistor, plastic 
-34 333-1409-00 1 PANEL, front 
#35 337-1421-00 1 SHIELD, high voltage 
------ - mounting hardware: (not included w/shield) 
-36 211-0504-00 3 , SCREW, 6-32. x 0.25 inch, PHS 
-37 348-0115-00 3 GROMMET, plastic, u-shape, 0.548 inch 
-38 407-0896-00 1 BRACKET, chassis 
------ - mounting hardware: (not included w/bracket) 
-39 211-0541-00 1 SCREW, ~6=326x°0.25 inch, 100° sesk 7 Eis 
-40 260-1222-00 1 SWITCH, push-pull--POWER 
-41 376-0127-00 1 COUPLER, shaft, plastic 
“42 ----+-- 1 RESISTOR, variable 
--fr-- - - mounting hardware: (not included w/resistor) 
-43 358-0029-00 1 BUSHING, <07375=32ex00)505inch 
-44 210-0978-00 Ly OWASHERG silat, 07375 Dex 0,50 tach on 
-45 210-0421-00 1 NUT, hex., 0.375-32 x 0.50 x 9.438 inch long (@ 
-46 210-0012-00 2, WASHER, lock, internal, 0.375) 1D) <.0250minchaoD 
-47 210-0207-00 1 LUGS solder; 0.375 anch., sh 
-48 200-1204-01 COVER, CRT 
-- free - - mounting hardware: (not included w/cover) 
-49 210-0401-00 Z NUL, cap, hex... 16-32% 0,312) inch 
-50 161-0033-08 1 CABLE ASSEMBLY, power, w/terminal 
-51 358-0366-00 1 BUSHING, strain relief, bottom 
358-0365-00 1 BUSHING, strain relief, top 
-52 200-1004-00 1 CABLE NIPPLE, 1.30 inches long 
-53 352-0076-00 1 HOLDER, fuse, w/hardware 
-e cree - - mounting hardware: (not included w/holder) 
-54 210-0873-00 1 WASHER, rubber, 0.50 ID x 0.688 inch OD 
-55 210-0201-00 LUG, solder, SE #6 
Mh gS ter - mounting hardware: (not included w/lug) 
-56 210-0586-00 NUT, keps, 4-40 x 0.25 inch 
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Mechanical Parts List—-D10 


FIGURE 1 EXPLODED & STANDARD ACCESSORIES (cont) 
Q 

Tektronix Serial/Model No. ¢ Description 
Part No. Eff Disc Yt eo aaa 5 
333-1429-00 1 PANEL, rear 
441-0991-00 1 CHASSIS 
2 SS Sy ae - chassis includes: 
210-0659-01 4 EYELET 
344-0131-00 4 Chieemcireultapoard 
------ - mounting hardware: (not included w/chassis) 
211-0504-00 2. SCREW, 6-32 x 0.25 inch, PHS 
211-0538-00 2 SCREW, 6-32 x 0.312 inch, 100° csk, FHS 
210-0457-00 2. NUT, .keps, 6-32 x 0.312 inch 
------ 1 SWITCH, thermostatic 
------ - mounting hardware: (not included w/switch) 
210-U586-00 2 NUT, keps, 4-40 x 0.25 inch 
344-0225-00 Ze GLiiPeacable.. Lore4. wire ribbon 
348-0067-00 1 GROMMET, plastic, 0.312 inch diameter 
343-0088-00 3 CLAMP, cable, push-on, small 
670-14 33-00 BO10100 B029999 1 CIRCUIT BOARD ASSEMBLY--DEF AMPLIFIER/HIGH VOLTAGE Al 
670-1433-01 BO30000 B049999 1 CIRCUIT BOARD ASSEMBLY--DEF AMPLIFIER/HIGH VOLTAGE Al 
670-1433-02 BO50000 1 CIRCUIT BOARD ASSEMBLY--DEF AMPLIFIER/HIGH VOLTAGE AL 
-ef freee - circuit board assembly 
388-198 2-00 il CIRCUIT BOARD 
131-0566-00 BO10100 BO30000X 4 LINK, terminal connecting 
131-0566-00 XBO50000 4 LINK, terminal connecting 
131-0589-00 2 TERMINAL, pin, 0.50 inch long 
136-0183-00 BO10100 8049999 5 SOCKET, transistor, 3 pin 
136-0183-00 BO50000 al SOCKET, transistor, 3 pin 
136-U220-00 BO10100 B049999 10 SOCKET, transistor, 3 pin, square 
136-0220-00 BO50000 stat SOCKET, transistor, 3 pin, square 
136-0254-00 2 SOCKET, connector pin 
136-0252-04 XBO50000 MWA SOCKET, connector pin 
------ if: TRANSISTOR 
------ - mounting hardware: (not included w/transistor) 
210-0407-00 2 NUD sniext. 6-32 .xe0l2 os 1 nel 
210-0055-00 2 WASHER. Lock, splic,. 0.1455 1Dex 02253 inch OD 
210-0801-00 2 WASHER, flat, 0.14 ID x 0.281 inch OD 
214-1610-00 I HEATSINK 
210-1133-00 2 WASHER iber,, O;t42-0) o.0525 inch OD 
214-1536-U0 1 HEATSINK, 1.75 inches long 
214-1610-00 uy HEATSINK, transistor 
211-0511-00 2 SCREW, 6-32 x 0.50 inch, PHS 
214-1291-00 4 HEATSINK, transistor 
337-1179-00 if SHIELD, electrical 
------ - mounting hardware: (not included w/circuit board assembly) 
211-0510-00 LP SCREW, 6-32) x. 0.375 inch;: (Pus 
210-0975-00 1 WASHER, plastic, 0.14 ID x 0.375 inch OD 
343-0254-00 1 CLAMP, socket 
367-0117-00 JEU Chimes OCker 
200-0917-02 1 COVER, CRT socket 
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Mechanical Parts List—D10 


FIGURE 1 EXPLODED & STANDARD ACCESSORIES (cont) 
Fig. & Q 
Index Tektronix Serial/Model No. t¢ Description 
No. Part No. Eff Disc . ) eek vx 
1-91 136-0450-00 1 WIRING HARNESS, CRT 
---- ee = wiring harness includes: 
-92 136-0304-02 i SOCKET, CRT, w/connectors 
-93 200-1075-00 4 COVER, terminal 
-94 131-0861-00 3. TERMINAL, quick disconnect 
-95 195-0086-00 1 LEAD SET, CRT deflection 
-96 426-0740-00 1 FRAME ASSEMBLY 
-97 175-0863-00 ft WIRE, electrical, 2 wire ribbon, 49 inches long 
-98 175-0862-00 ft WIRE, electrical, 3 wire ribbon, 12 inches long 
-99 175-0859-00 ft WIRE, electrical, 6 wire ribbon, 12.50 inches long 
-100 175-0855-00 ft WIRE, electrical, 10 wire ribbon, 10 inches long 
-101 131-0621-00 22 CONNECTOR, terminal 
-102 352-0198-00 3 HOLDER, terminal connector, 2 wire (black) 
-103 352-0204-00 1 HOLDER, terminal connector, 8 wire (black) 
-104 352-0206-00 1 HOLDER, terminal connector, 10 wire (black) 
7-4 
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Mechanical Parts List—D10 


FIGURE 1 EXPLODED & STANDARD ACCESSORIES (cont) 
Fig. & Q 
Index Tektronix Serial/Model No. ft pascapien (( 
No. Part No. Eff Disc ~ Yt aes 
1-91 136-0450-00 1 WIRING HARNESS, CRT 
-- +r eee - wiring harness includes: 
-92 136-0304-02 if SOCKET, CRT, w/connectors 
-93 200-1075-00 4 COVER, terminal 
-94 131-0861-00 3 TERMINAL, quick disconnect 
-95 195-0086-00 1 LEAD SET, CRT deflection 
- 96 426-0740-00 1 FRAME ASSEMBLY 
-97 175-0863-00 ft WIRE, electrical, 2 wire ribbon, 49 inches long 
-98 175-0862-00 ft WIRE, electrical, 3 wire! ribbon, 12) inches fone 
-99 175-0859-00 ft - WIRE, electrical, 6 wire ribbon, 12750 inches sloug 
-100 175-0855-00 ft WIRE, electrical, 10 wire ribbon, 10 inchessiong 
-101 131-0621-00 22 CONNECTOR, terminal 
-102 352-0198-00 3 HOLDER, terminal connector, 2 wire (black) 
-103 352-0204-00 1 HOLDER, terminal connector, 8 wire (black) 
-104 352-0206-00 1 HOLDER, terminal connector, 10 wire (black) 
7-4 @) 


D10 


0711 


eee 


0713 
ma e< 


AUXILIARY BOARD PARTS LOCATION GRID 


em -ai CR702 G7} 


& R702 wwe 
R703 polo 


. 


Gere 


©1970, TEKTRONIX, INC 


‘R704 = : 
09 meal 0704 


ms R718 fy 


GRID 


JCGO4G J604 
Leer, 
+ SIGNAL IN >< 56 
7B y + VERTICAL 
‘OUTPUT 
CT!4 
I5 


LEFT 


7A > —- VERTICAL 
OUTPUT 


RIGHT 


+ SIGNAL IN» >5 


RIGHT 


~ SIGNAL IN, ¢ eA 


C721 
iS 
CHANNEL fn 
WITCHING 
Se laa ce Se < 
Beet CONS. re6 
RIGHT ON» ¢ Je A 
R28 ke 
| =O 


TRACE 


‘TRACE 
SEPARATION ~ 4 SEPARATION 


+5¥ —< 


DIO. ® AUXILIARY BOARD @ 


CARTON ASSEMBLY 
(Part No. 065-0150-00) 


Fig. & Q 
Index Tektronix Serial/Model No. t ae 
No. Part No. Eff Disc Vr Wh oMs: ae Description 
2- 065=-0150-00 1 CARTON ASSEMBLY, for display & 
-\ ff -- - power modules 
--c ec ee - carton assembly includes: 
-1 004-0281-00 2 ETHAFRAME, top & bottom 
-2 004-1097-00 1 PAD SET, 3 piece 
-3 004-0791-00 1 CARTON 


D10 SINGLE-BEAM DISPLAY UNIT 


MANUAL CHANGE INFORMATION 


At Tektronix, we continually strive to keep up with latest 
electronic developments by adding circuit and component 
improvements to our instruments as soon as they are devel- 
oped and tested. 


Sometimes, due to printing and shipping requirements, we 
can't get these changes immediately into printed manuals. 
Hence, your manual may contain new change information on 
following pages. 


A single change may affect several sections. Sections of 
the manual are often printed at different times, so some of 
the information on the change pages may already be in 
your manual. Since the change information sheets are carried 
in the manual until ALL changes are permanently entered, 
some duplication may occur. If no such change pages appear 
in this section, your manual is correct as printed. 
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ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTION 


R270 316-0223-00 22 KR, 1/4 W, 10% 
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